

Attachment E

Disposal/Decontamination of Laboratory Facilities 
The following materials must be sterilized, decontaminated or inactivated before disposal:

All materials containing infectious agents (including materials potentially exposed to infectious agents, for example gloves) 

As per NIH Guidelines: All materials containing recombinant DNA (or items potentially exposed to recombinant DNA, such as pipette tips, tubes, gloves). This includes any recombinant DNA containing cell cultures, microorganisms, plants, animals (vertebrate, invertebrate, protists)

All biological toxins (or materials potentially exposed to biological toxins)

Human blood or other potentially infected body fluids

Decontamination or inactivation procedures must also be in place for working surfaces (benchtops) and equipment that may become contaminated with infectious agents, recombinant DNA or biological toxins.

1. Materials Sterilization/Decontamination/Disposal Methods.

Indicate the methods and laboratory procedures that are in place for decontamination and disposal of contaminated waste.

1.1   See section 3.1 below for suggested autoclave temperature and exposure times. 

1.2   If using chemical disinfection: (i) indicate final concentration of disinfectant & contact time   

        required to achieve decontamination.  Please refer to BMBL (5th edition), Appendix B.    

        (Available at IBC website:  http://researchcompliance.tamu.edu/ibc/ibcrevapp.) 

1.3   If using incineration please indicate the facility to be used. 

	Type of waste
	Potential hazard
	Decontamination/sterilization/disposal procedures

	Liquids
	
	

	Solids
	
	

	Glassware
	
	

	Animals*
	
	


* If you have completed Attachment A, do not complete the Animal section of the above table.
2.  Surface/equipment decontamination:  (i) Indicate the methods/laboratory procedures that are in  

     place for decontamination of work surfaces and equipment.   Please refer to BMBL (5th edition),  

     Appendix B.  (Available at IBC website:  http://researchcompliance.tamu.edu/ibc/ibcrevapp.) 

          
3. Disposal, Autoclave Testing, Autoclave Efficacy and Recordkeeping:

3.1   Suggested temperatures and exposure times for autoclaving from NIH Biohazards Guidelines  

        are:


Liquids
121°C (250°F)  1 hour, (each gallon)


Laundry
121°C (250°F)  30 minutes


Trash
121°C (250°F)  1 hour
Glassware
121°C  (250°F) or 160°C (320°F) 1 hour to 4 hours (dry heat) 

a. Please provide assurance that you will use the guidelines listed above or provide    

      scientific rationale for using an alternate method.

 FORMCHECKBOX 
  I give assurance that the method indicated above will be used.

 FORMCHECKBOX 
  Other (Please attach explanation and include scientific rationale for the use of alternate conditions, i.e.:  time, temperature, etc.)       
3.2   Autoclaves should be tested before being placed into service and then periodically for   

        effectiveness.

  a.
 FORMCHECKBOX 

The autoclave is departmentally operated



Contact name:


Building Location:  Building No.: _________/Room No.:  
i.
Indicate testing frequency:

 FORMCHECKBOX 

Minimum - 1 time per week (BL3)

 FORMCHECKBOX 

Minimum - 1 time every other week (BL2)

 FORMCHECKBOX 

Minimum - 1 time per month (BL1)

  b.
 FORMCHECKBOX 

The autoclave is individually operated (supervised by Principal Investigator)



Building Location:  Building No.: 
i.
Indicate testing frequency:

 FORMCHECKBOX 

Minimum - 1 time per week (BL3)

 FORMCHECKBOX 

Minimum - 1 time every other week (BL2)

 FORMCHECKBOX 

Minimum - 1 time per month (BL1)

3.3 A commercially available test indicator kit that uses bacterial spores (Bacillus  

        stearothermophilus) is the required method of testing autoclave efficiency. 

   FORMCHECKBOX 
  I give assurance that the method indicated above will be used.

4.
The IBC requires that the treatment of each load of Biohazardous waste be documented on an autoclave waste treatment record.  The record should contain the date of treatment, the amount of waste treated, the method/conditions of treatment, and the printed name and initials of the person performing the treatment.  If provided for, charts or printout strips should be kept with the record as documentation.  Additionally, documentation of the date and results of all verification tests using biological indicators is required.

       FORMCHECKBOX 
  I give assurance that the method indicated above will be used.

· Contact the Office of Environmental Health & Safety at (979) 845-2132 or by email at ehsd@tamu.edu for more information on disposal of hazardous materials or instructions regarding Select Agent disposal.
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